[The dry chemical system Kodak Ectachem DT 60. Working methods, performance and suitability for laboratory diagnosis in dogs and cats].
The Kodak Ektachem DT 60 Analyzer, a compact tabletop analyzer, which is based on the multilayer film technology, has been evaluated to assess its suitability for veterinary use. For a period of 6 months more than 400 serum samples from dogs and cats were analyzed for the following 11 analytes: ALT, CK, AP, alpha-amylase, total bilirubin, glucose, urea, total protein, creatinine, sodium, and potassium. Results obtained with the DT 60 Analyzer were compared with those gained from a Hitachi 705 autoanalyzer and from an Eppendorf flame photometer. Precision study results (within-run precision and between-run precision) were generally very good. Comparisons with other methods were quite satisfactory. Good to very good correlation was found for nearly all the parameters. The analyzer is easy to use and has proved to be reliable. It can be used successfully in the determination of serum-analytes in dogs and cats.